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In this study, we have developed a new detection method using Si field effect transistor (FET)-type biosensors, which 
enables the direct monitoring of antigen-antibody binding within very high-ionic-strength solutions such as 1×PBS and 
human serum. In the new method, as no additional dilution or desalting processes are required, the FET-type biosensors 
can be more suitable for ultrasensitive and real-time analysis of raw sample solutions. The new detection scheme is 
based on the observation that the strength of antigen-antibody-specific binding is significantly influenced by the ionic 
strength of the reaction solutions. For a prostate specific antigen (PSA), in some conditions, the binding reaction between 
PSA and anti-PSA in a low-ionic strength reaction solution such as 10 µM phosphate buffer is weak (reversible), while 
that in high-ionic strength reaction solutions such as 1×PBS or human serum is strong. 
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Figure 1. (a) Schematic diagram for directly detecting biomarkers in high-ionic-strength solutions without dilution or desalting. The saturation con-
ductance G1 was measured while flowing a reference buffer solution (step 1), and G2 was measured while reflowing the reference buffer solution
after removing the remaining biomarker solution (step 3). The antigen-antibody binding reaction was performed in high-ionic-strength solutions
such as 1×PBS (step 2) (Debye length ~ 0.7 nm3). Signal conductance ∆G was obtained by the difference of the saturation conductances G1 and
G2. (b) Schematic diagram showing the dependence of the weak/strong binding reaction between antigen and antibody on the ionic strength of reac-
tion solution by the sandwich-type pab-PSA Au-Np conjugate immunoassay. Route i: antigen-antibody binding reaction in high-ionic-strength solu-
tion such as 1×PBS; route ii: antigen-antibody binding reaction in low-ionic-strength solution such as 10 µM PB.

Introduction

Field effect transistor (FET)-type immunosensors are of con-
siderable interest not only scientifically but also industrially, 
with their ability of real-time, label-free, highly-sensitive, and 
direct electrical detection of various biomarkers.1-8 In the FET 

immunosensor, a certain type of receptors are immobilized on 
the channel surface, so that the specific binding of charged target 
molecules to the receptors can be detected from the change of the 
channel conductance between the source and drain electrodes. 
As the channel conductance is also dependent on the pH or salt 
concentration of sample solutions, most previous works have 
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been performed only in precisely controlled conditions with low 
salt concentrations (< 1 mM), for preventing the screening of 
electrical signals from the charge of target biomarkers.2,3,5-7 
However, for practical situation using the human serum or plas-
ma, it is still difficult to achieve consistent and accurate diag-
nostics covering the wide range of pH or ionic strength of raw 
sample solutions. 

In the present work, we have developed a new detection me-
thod for Si FET-type biosensors, which is independent of the pH 
and ionic strength of the sample solution. The strength of an-
tigen-antibody-specific binding was observed to be significantly 
influenced by the ionic strength of the reaction solution. When 
the specific binding between prostate specific antigen (PSA) 
and anti-PSA was achieved in a reaction solution with low ionic 
strength (10 µM phosphate buffer), subsequent washing with a 
low-ionic-strength buffer solution led to complete dissociation 
of the PSA-anti-PSA complexes (weak binding). In contrast, 
when the specific binding reaction was performed in a high- 
ionic-strength solution (1×PBS), most of the PSA-anti-PSA 
bindings were maintained even after the same washing step Such 
phenomena were confirmed by SEM analysis of gold nano-
particle (Au Np) coverage after a sandwich-type anti-PSA Au- 
Np conjugate immunoassay, as well as by fluorescence analysis 
using enzyme-linked immunosorbent assay (ELISA). Based on 
those observations, the electronic detections of biomarkers in 
high-ionic-strength solutions such as 1×PBs or human serum 
were conducted in three steps, as follows. As shown in Figure 
1a, in step 1, the initial saturation conductance G1 is measured 
while flowing a reference buffer solution (precisely controlled 
low ionic buffer solution). In step 2, the antigen-antibody bind-
ing reaction is performed in a high-ionic-strength reaction solu-
tion, such as 1×PBS or human serum. Finally, in step 3, G2 is 
measured after removing the remaining PSA solution by flowing 
the reference buffer solution again. Signal conductance ∆G is 
obtained from the difference between the saturation conduc-
tances before and after the binding reaction, G1 and G2.

Experimental Section

Reagents and immunoreaction buffer. Deionized water (18 
MΩ․cm, Millipore) was used in all experiments. A PSA-free, 
monoclonal antibody of PSA (host: mouse, mab-PSA, affinity 
constant ~ 2 × 1010 L/M), a polyclonal antibody of PSA (host: 
goat, pab-PSA), and total mouse IgG were purchased from Fitz-
gerald. The above proteins were used after a quality check by 
ELISA immunoassay. Bovine serum albumin (BSA), human 
serum, aminopropyl triethoxysilane (APTES), sodium citrate 
tribasic dihydrate, and hydrogen tetrachloroaurate (III) trihy-
drate were purchased from Sigma-Aldrich. An aqueous 50% 
glutaraldehyde solution was purchased from Fluka. Polystyrene 
96-well microtiter plates (Nunc) were used to perform the ELI-
SA analysis. In our sensing measurements and ELISA experi-
ments, we used dilutions of phosphate buffered saline (PBS); 
these dilutions were made relative to 1×PBS, which contains 
138 mM NaCl, 3 mM KCl, and 10 mM phosphate salts (mono-
basic and dibasic; Sigma-Aldrich). The buffer solutions (pH 7.4) 
for the ELISA were as follows: (a) coating buffer: 1×PBS (Sig-
ma), (b) assay buffer: casein blocker in 1×PBS (Pierce), 0.1× 

PBS, 0.01×PBS, 0.001×PBS, and 0.0001×PBS, (c) washing 
buffer: casein blocker in PBS right after coating, 0.001×PBS 
after immunoassay. 

Preparation of the pab-PSA Au Nps conjugates. Au-Nps were 
prepared by the reduction of HAuCl4 with sodium citrate.9 Brief-
ly, after boiling a 500 mL aqueous solution of 1 mM HAuCl4 
with 38 mM trisodium citrate for 10 min, the resulting colloidal 
suspension was cooled and filtered through a 0.45-µm Millipore 
membrane. The diameter of the Au Nps was approximately 15 
nm, based on transmission electron microscopy (TEM) analysis. 
The pab-PSA Au Nps conjugates was prepared as follows. A 
40 mM K2CO3 solution was used to adjust the pH of 1 mL of 
2 nM Au Nps solution to pH 9. After about 30 s, 81 µL of a 100 
µg/mL solution of pab-PSA were added ([pab-PSA] / [Au 
Nps] = 27). Two min later, 100 µL of a 10% BSA solution were 
added. The solution was mixed thoroughly by shaking for 20 
min at room temperature, followed by centrifugation for at least 
25 min at 20,000 g and 4 oC to remove excess reagents. After de-
canting the supernatant, the resulting precipitate was resuspend-
ed in 1 mL of 10 mM phosphate buffer (pH 7) solution contain-
ing 1% BSA. Immediately following centrifugation for 20 min 
at 20,000 g and 4 oC and removal of the supernatant, the pre-
cipitate was resuspended in 1 mL of 1×PBS containing 0.1% 
NaN3 and 1% BSA. The conjugates prepared by using this met-
hod are stable for at least one month when preserved at 4 oC. 

Immunoassay using the anti-PSA-Au-Nps conjugates. A 
schematic for the sandwich-type pab-PSA Au Nps conjugates 
immunoassay is shown in Figure 1b. First, APTES self-assemb-
ly monolayer (SAM) was formed on a 2 × 2 cm2 bulk Si substrate 
via a silanization reaction.7,10-17 Immediately thereafter, the 
APTES-immobilized Si substrate was immersed in a 25 wt % 
glutaraldehyde solution containing 4 mM NaBH3CN (pH 8.4) 
for 4 h for the formation of aldehyde functional groups (-CHO) 
on the silicon channels. Finally, the chip functionalized with the 
aldehyde group was immersed in a 250 µg/mL solution of mab- 
PSA antibody (4 mM NaBH3CN, pH 8.4) overnight, and the sen-
sor was then immersed in a 1% BSA solution (4 mM NaBH3CN, 
pH 8.4) for approximately 1 h to block aldehyde functional 
groups that did not react with the mab-PSA. Specific binding 
between the mab-PSA and PSA was conducted in a microfluidic 
system using a 50 ng/mL solution of PSA at a flow rate of 25 
µL/min (Table 1). Finally, a 0.5 nM pab-PSA Au Nps conjugates 
(in 1×PBS containing 0.1% NaN3 and 1% BSA) solution was 
allowed to flow into the microfluidic system at a flow rate of 
25 µL/min for 1 h, thereby inducing the reaction between antigen 
and antibody (Table 1).

Immunoassay protocol using sandwich ELISA method. Poly-
styrene 96-well microtiter plates were coated with 5 µg/mL 
mab-PSA (Fitzgerald) solution in 1×PBS for 2 h, followed by 
blocking of the unreacted plate with casein blocker. The 5 ng/mL 
PSA antigen (Fitzgerald) solutions were added to the mab-PSA 
coated plate, followed by adding PSA conjugates (pab-PSA con-
jugated with horseradish peroxidase (HRP)). TMB solution as a 
substrate reacted with the HRP for 20 min, and the reaction was 
stopped then by HCl solution. The concentration of immuno-
reacted PSA antigen was detected by monitoring the absorbance 
at 450 nm using ELISA reader.

Fabrication of Si FET devices and electrical measurements. 
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Table 1. Reaction conditions and number of Nps counted from the data in Figure 2. Degree of antigen-antibody binding according to the ionic strength
of the reaction solution used in PSA binding to the mab-PSA immobilized on the bulk Si substrate in the sandwich-type pab-PSA Au-Nps conjugate
immunoassay. (a)-(c): Antigen-antibody binding reaction followed by washing for (a) 0, (b) 10, and (c) 30 min in a low-ionic-strength 10 µM PB
solution after PSA binding for 30 min in a high-ionic-strength 1×PBS reaction solution. (d)-(f): Antigen-antibody binding reaction followed by
washing for (d) 0, (e) 10, and (f) 30 min in low-ionic-strength 10 µM PB after PSA binding for 30 min  in low-ionic-strength 10 µM PB solution. (g)
Non-specific binding test (NSB). Flow rates of reaction buffer solution and washing buffer solution were 25 µL/min, and that of the conjugates
solution was 500 µL/h

Figure 2 concentration of 
PSA 

reaction buffer solution 
(pH 7.4)

PSA reaction time 
(min) 

washing time with 
10 µM PB (min) Au Nps/µm2 relative ratioa 

   a 50 ng/mL   1×PBS      30          0    447  1 
   b 50 ng/mL   1×PBS      30        10    453  1.01 
   c 50 ng/mL   1×PBS      30        30    454  1.01 
   d 50 ng/mL   10 µM PB      30          0    411  0.92 
   e 50 ng/mL   10 µM PB      30        10    137  0.31 
   f 50 ng/mL   10 µM PB      30        30      21  0.05 
   g      no   NSB test      no        no      18  0.04 

aRelative ratio is Au Nps of a over Au Nps of a to g. 

A silicon-on-insulator (SOI) substrate was used to fabricate 
p-type doped Si FET immunosensors.7 The SOI substrate con-
sisted of a 100-nm thick top Si layer (14 - 22 Ω․cm, (100)) and 
a 200-nm thick buried oxide (BOX) layer. The p-type doped 
silicon nanochannels were formed by ion implantation of boron 
(B) in the top silicon layer. After doping and reducing the thick-
ness of the SOI layer to 40 nm using a wet-thinning process, 
nanochannels of the desired width were formed within the SOI 
layer using the photolithography and dry-etching method. Each 
chip contained several nanochannels; the height of the nano-
channels was adjusted to 40 nm, and the width ranged from 
150 to 1000 nm. Finally, metal electrodes were formed by elec-
tron-beam evaporation of an Au/Cr/Al multilayer (layer thick-
ness: 50 nm/5 nm/50 nm), followed by annealing at 400 oC for 
30 min. The doping concentration of Si nanochannels was 8 × 
1017 cm‒3. For the Si FET immunosensors, the Si surface was 
modified with a mab-PSA and IgG through covalent linkage, 
and the antibody density was quantified by a sandwich-type pab- 
PSA Au-Np conjugate immunoassay.7 Changes in electrical 
conductance were measured using a lock-in amplifier (31.47 Hz, 
Vp-p = 20 mV) by alternating the flow of reference buffer and re-
action buffer solutions into the polydimethylsiloxane (PDMS) 
microchannel (width, 300 µm; height, 150 µm). Several dif-
ferent Si nanochannels were monitored simultaneously by using 
a switch matrix system (Keithley 707 switching matrix). Refe-
rence buffer solutions (or washing buffer solution) were 10 µM 
phosphate buffer (+20 µM NaCl) (10 µM PB). The concentra-
tions of the cancer markers in the initial human serum (from hu-
man male AB plasma; Sigma-Aldrich) were measured by the 
sandwich ELISA immunoassay. Cancer markers were added to 
the human serum to produce a serum with the desired concentra-
tion of each marker.

Results and Discussion

Figure 2 shows the scanning electron microscopy (SEM) 
images of Nps captured during the pab-PSA Au Nps conjugates 
immunoassay, which demonstrate the dependence of binding 

strength between the antigen and antibody on the ionic strength 
of reaction solutions. Figures 2a-c are SEM photographs taken 
1h after the antigen-antibody reaction of PSA by the pab-PSA 
Au Nps conjugates, followed by washing with the low-ionic- 
strength 10 µM PB (pH 7.4) for 0, 10, and 30 min, respectively. 
The specific binding reaction between the mab-PSA on the Si 
substrate and the PSA was performed within a high-ionic- 
strength 1×PBS reaction solution (pH 7.4) for 30 min, using a 
50 ng/mL PSA solution. In Figures 2d-f, all other conditions 
were same in Figures 2a-c, except that the reaction between 
the mab-PSA and the PSA was performed in a low-ionic- 
strength (10 µM PB) reaction. When the high-ionic-strength re-
action buffer solution was used, the number of Nps resulting 
from the mab-PSA-PSA binding reaction remained constant 
regardless of the duration of washing step with the low-salt 
buffer solution (Table 1). However, when the low-ionic-strength 
reaction buffer solution was used, the number of Nps resulting 
from the mab-PSA-PSA binding reaction was gradually de-
creased with the duration of the washing process (Table 1). 
Compared to the number of Nps without washing in Figure 
2d, the number of Nps was reduced by 67% and 95%, after 10- 
and 30-min washing, respectively. The result in Figure 2g was 
obtained when the flow of PSA onto the Si substrate coated 
with the mab-PSA was omitted, while the pab-PSA Au-Np con-
jugate solution was still injected onto the Si substrate for 1h. 
Such experiment was for examining the non-specific binding 
of the pab-PSA Au-Np conjugates onto the Si substrate covered 
with the mab-PSA. The number of Nps after the non-specific 
binding process was as low as 4% of that was obtained without 
washing (Figure 2d), similar to the value after washing for 30 
min (Figure 2f). Therefore, it can be concluded that, by washing 
for 30 min, the majority of the PSA antigen can be removed from 
mab-PSA and PSA complexes. Table 2 shows the degree of the 
antigen-antibody binding according to the ionic strength of 
the reaction solution, as measured using ELISA. The ionic 
strength of the reaction solution was varied as shown in Table 
2, and all reaction buffer solutions were of pH 7.4. The washing 
buffer solutions were all 10 µM PB. The 5 ng/mL PSA was 
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Figure 2. SEM images showing the dependence of the weak/strong binding reaction between antigen and antibody on the ionic strength of reaction
solutions. (a)-(c): PSA-mab-PSA binding reaction followed by washing for (a) 0, (b) 10, (c) 30 min in low-ionic-strength 10 µM PB after the PSA
binding reaction for 30 min in a high-ionic-strength 1×PBS solution. (d)-(e): PSA-mab-PSA binding reaction followed by washing for (d) 0, (e)
10, (f) 30 min in low-ionic-strength 10 µM PB after the PSA binding reaction for 30 min in low-ionic-strength 10 µM PB. (g) Non-specific binding
test.

Table 2. Degree of the antigen-antibody binding according to the ionic strength of the reaction buffer solution, as evaluated using the sandwich-
type ELISA

PSA initial [PSA] reaction buffer solution (pH 7.4) measured [PSA] initial [PSA]/measured [PSA] 

a 0 1×PBS (no PSA) 0 0 
b 5 ng/mL 1×PBS 4.56 ng/mL 1 
c 5 ng/mL 0.1×PBS 4.47 ng/mL 0.98 
d 5 ng/mL 0.01×PBS 3.23 ng/mL 0.71 
e 5 ng/mL 0.001×PBS 2.20 ng/mL 0.48 
f 5 ng/mL 0.0001×PBS 1.37 ng/mL 0.30 

quantified by using PBS solutions of various concentrations 
(1×PBS, 0.1×PBS, 0.01×PBS, 0.001×PBS, and 0.0001×PBS). 
As the ionic strength of the reaction solution was reduced, the 
amount of antigen measured by ELISA also decreased (Table 
2) as follows: 98% in 0.1×PBS, 71% in 0.01×PBS, 48% in 
0.001×PBS, and 30% in 0.0001×PBS. Such results suggest that 
the effect of ionic strength of the reaction buffer on dissociation 
of the antigen can be smaller than that was estimated by the 
pab-PSA Au-Np conjugate immunoassay. However, we can still 
see that the overall dependence of PSA dissociation on the ionic 
strength of the reaction solution analyzed by ELISA is similar 
to that was obtained by pab-PSA Au Np conjugates immuno-
assay. The discrepancy in detailed Figures can be attributed to 
the difference in the washing method employed in each immu-
noassay. In the pab-PSA Au-Np conjugate immunoassay, the 
antigen-antibody complex was washed in the microfluidic chip 
using a flow rate of 25 µL/min. In contrast, washing in the 
ELISA involved dipping the microtiter plates into washing solu-
tion followed by shaking. 

Figure 3a shows the weak (reversible) PSA-mab-PSA speci-
fic binding reaction measured in a low-ionic-strength reaction 
solution, as detected using a p-type doped Si FET biosensor. The 
conductance was measured while a 1 ng/mL PSA reaction solu-
tion and a reference buffer solution was supplied alternatively. 

Step 1 corresponds to the reference buffer solution, and step 2 
corresponds to the reaction solution containing 1 ng/ml PSA. 
The reference buffer solution of step 1 and the reaction solution 
of step 2 were composed of the same pH and ion concentration 
(pH 6 and 10 µM PB). When the reference buffer solution with-
out PSA was injected, the conductance increased (Step 1). 
When the reaction solution containing PSA (pI ~ 6.8), which 
carried a net positive charge at pH 6, was supplied onto the 
p-type doped Si FET, the conductance decreased, returning to 
the original value (Step 2). This result was consistent with pre-
vious reports.6,7 A return to the initial conductance (G2) upon 
the injection of PSA reaction solution is because PSA is bound 
to the surface-linked mab-PSA. When the reference buffer solu-
tion is supplied, the conductance increases because the antigen- 
antibody complex is re-dissociated. Signal conductance ∆G is 
obtained by the difference of the saturation conductances G1 
and G2. ∆G was 33 nS, and ∆G/G1 was 12%. These results sug-
gest that the reaction is weak (reversible) in this condition with 
alternating formation and dissociation of the antigen-antibody 
complex in a low ionic-strength reaction solution. In contrast, 
in a high-ionic-strength reaction solution (Figure 3b), a strong 
PSA-mab-PSA specific binding reaction was observed. Chang-
es in electric conductance were measured for mab-PSA-immo-
bilized Si channels, where step 1 corresponds to the reference 
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Figure 3. (a) A weak (reversible) PSA-mab-PSA specific binding reaction measured by a p-type doped Si FET sensor. The width/length/height 
(W/L/H) of Si FET channel is 150 nm/5 µm/40 nm. Conductance vs. time for a mab-PSA-terminated Si channel, where step 1 corresponds to re-
ference buffer solution, and step 2 corresponds to the addition of reaction solution containing 1 ng/mL PSA. The conductance was measured by
alternating the flow between a 1 ng/mL PSA reaction solution and a reference buffer solution. Ion concentration and pH of the reference buffer solu-
tion and reaction solution are the same (10 µM PB and pH 6, respectively). (b) A strong PSA-mab-PSA specific binding reaction in a 1×PBS buffer
reaction solution was measured by a p-type doped Si FET sensor. The W/L/H is 150 nm/5 µm/40 nm. Conductance vs. time for a mab-PSA- 
terminated Si channel, where step 1 corresponds to reference buffer solution, step 2 corresponds to the addition of reaction solution containing
(i) 1, (ii) 10, and (iii) 100 ng/ml PSA (in 1×PBS and pH 7.4), and step 3 corresponds to reference buffer solution. Step 1 and step 3 used the same
reference buffer solution (10 µM PB and pH 6). The solid arrow sign indicates the addition of PSA reaction solution, and the dotted arrow sign re-
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Figure 4. (a) Sensitivity (∠G/G) vs. logarithm of PSA concentration data and sensitivities as a function of channel conductance for four individual
sensors (W/L/H: 300 nm/10 µm/40 nm/220 nm/2 µm/40 nm, 180 nm/2 µm/40 nm, and 5000 nm/20 µm/40 nm for sensor 1, 2, 3, and 4, respectively).
(b) Nonspecific binding test. The W/L/H is 150 nm/5 µm/40 nm. Conductance vs. time for an anti-PSA-terminated Si channel, where step 1 corres-
ponds to reference buffer solution (10 µM PB and pH 6), step 2 corresponds to the addition of 10% BSA 1×PBS solution, and step 3 corresponds
to reference buffer solution. The solid arrow indicates the addition of 10% BSA reaction solution, and the dotted arrow sign represents the addition
of a reference buffer solution.

buffer solution (G1), step 2 corresponds to the the reaction solu-
tion (1×PBS, pH 7.4) containing 1, 10, and 100 ng/mL PSA, and 
step 3 corresponds to reference buffer solution (G2) (Figure 1a). 
Step 2 allows the binding reaction between PSA and the mab- 
PSA to proceed for 15 min in 1×PBS (pH 7.4) reaction solution 
(1×PBS, Debye length ~ 0.7 nm).3 In Figure 3b, the saturation 
conductance G1 was measured while flowing the reference buff-
er solution (step 1), and G2 was measured while reflowing the re-
ference buffer solution and removing the remaining PSA solu-

tion (step 3). As calculated from Figure 3b, ∆Gi and ∆Gi/G1 were 
6 nS and 3.8%, ∆Gii and ∆Gii/G2 were 21 nS and 13.8%, and ∆Giii 
and ∆Giii/G3 were 22 nS and 16.5%, respectively. The solid 
arrow indicates the time when PSA reaction solution began to 
flow, while the dotted arrow represents the addition of the re-
ference buffer solution. Compared to the conductance in step 1, 
the conductance in step 2 was increased, which can be attributed 
to several factors: (1) the difference in pH and ion concentration 
between the two solutions; (2) the change in charges of mab- 
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Figure 5. The plots of conductance versus time for undiluted electronic
detection of PSA in human serum reaction solutions by (a, b) a mab- 
PSA- and (c) IgG-terminated p-type doped Si FET biosensor. Region
1 corresponds to reference buffer solution (10 µM PB and pH 8), region
2 corresponds to the addition of human serum containing 10 ng/mL 
PSA, and region 3 corresponds to reference buffer solution (10 µM PB
and pH 8). (a) The dimension (W/L/H) was 180 nm/5 µm/40 nm and ∠G was 29 nS and ∠G/G1 was 7.3%, (b) 1000 nm/20 µm/40 nm and
60 nS and 1.5 %, and (c) 1000 nm/20 µm/40 nm and ~0 nS and ∠G/G1
was ~0% (a nonspecific binding test).

PSA caused by pH change; (3) newly added charges of PSA 
specifically bound to surface-linked mab-PSA. Unlike the result 
observed for the low-ionic-strength reaction solution in Figure 
3a, when the reference buffer solution was injected again in 
step 3, the conductance was not restored to the initial value in 
step 1, but became rather smaller (Figure 3b). Step 1 and step 
3 used the same reference buffer solution (10 µM PB and pH 
6). At pH 6, PSA (pI ~ 6.8) is positively charged. Thus, if the 
PSA is bound to the mab-PSA, the depletion of holes occurs 
within the p-type Si channel, and the conductance is reduced. 
Such results demonstrate that in a high-ionic-strength reaction 
solution, the specific binding reaction between antigen and 
antibody is strong, unlike the weak (reversible) reaction observ-
ed in a low-ionic-strength reaction solution. Figure 4a shows 
sensitivity (∆G/G) vs. logarithm of PSA concentration data for 
four individual sensors with different dimensions, which de-
monstrate the feasibility of this approach for quantitative sens-

ing (1 - 140 ng/mL PSA). In addition, as shown in Figure 4b, a 
control experiment was performed to confirm that the observed 
results are due to the specific PSA-mab-PSA binding reaction. 
The electric conductance was monitored for mab-PSA-terminat-
ed Si channels, where step 1 corresponds to the reference buffer 
solution (10 µM PB and pH 6) (G1), step 2 corresponds to the 
10% BSA 1×PBS solution, and step 3 corresponds to the re-
ference buffer solution (G2). In this case, ∆G was ~ 0 nS, indicat-
ing that the supply of BSA causes no change in the conductance, 
with little nonspecific binding reaction. 

Figure 5 shows the plots of conductance versus time for 
electronic detection of PSA in human serum reaction solutions 
by a mab-PSA (Figure 5a and b)-and IgG (Figure 5c)-terminated 
p-type Si FET biosensor, where region 1 corresponds to re-
ference buffer solution (10 µM PB and pH 8), region 2 corres-
ponds to the eaction solutions containing 10 ng/mL PSA (human 
serum), and region 3 corresponds to reference buffer solution 
(10 µM PB and pH 8). Region 2 allows the binding reaction 
between PSA and the mab-PSA to proceed for 20 min in human 
serum. The solid arrow indicates the addition of PSA and the 
dotted arrow sign represents the addition of the reference buff-
er solution. The saturation conductance G1 was measured in the 
flowing reference buffer solution (region 1), and G2 was measur-
ed after removing the remained PSA solution by reflowing the 
reference buffer solution (region 3). At pH 8, PSA (pI ~ 6.8) is 
negatively charged; thus, if the PSA is bound to the mab-PSA, 
hole accumulation occurs and the conductance is increased. 
For the dimension (W/L/H) of 180 nm/5 µm/40 nm (Figure 5a) 
and 1000 nm/20 µm/40 nm (Figure 5b), ∆GPSA1 and ∆GPSA2 was 
29 nS and 60 nS. A sensitivity (∆G/GPSA1) for the small dimen-
sion of 180 nm/5 µm/40 nm (Figure 5a) is 7.3%, which is larg-
er than ∆G/GPSA2 of 1.5% observed for the larger dimension, 
1000 nm/20 µm/40 nm (Figure 5b). For nonspecific binding test 
for the dimension of 1000 nm/20 µm/40 nm (Figure 5c), ∆GNSB 
and ∆G/GNSB was ~0 nS and ~0%, meaning that nonspecific 
binding can be ignored. 

These results regarding the weak/strong antigen-antibody 
binding (non-covalent) could be explained by mutual-binding 
forces, each of which is an important contributor to antigen- 
antibody binding. The forces that can contribute to antigen- 
antibody binding are hydrogen bonds, electrostatic attractions, 
hydrophobic interactions, and van der Waals force interactions. 
Because these bonds are weak compared with covalent bonds 
individually, numerous non-covalent interactions are required 
for the formation of strong antigen-antibody interactions. The 
ionic strength effect on hydrogen bond interactions shows a 
reduction of its combination force as ionic strength increases.18 
Similarly, the ionic strength effect on electrostatic interactions 
is known as that electrostatic interactions between proteins de-
crease as ionic strength increases.19,20 In contrast, the strength 
of hydrophobic bonds is enhanced by increasing the salt concen-
tration.21 In protein structures, hydrogen bonds, electrostatic 
attractions, and hydrophobic bonds have similar binding streng-
ths, while the van der Waals forces are much weaker, making a 
relatively small contribution to protein-protein binding. Regard-
ing protein-protein binding, previous researches have suggested 
that the area occupied by hydrophobic binding at the protein- 
protein interface represents more than 2/3 (two-thirds of the 
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buried surface) of the total area.22-24 Chothia et al. reported22 that 
hydrophobicity is the major force that stabilizes protein-protein 
interactions, while complementarity plays a selective role in 
deciding which proteins form associations, e.g., insulin dimers, 
trypsin-pancreatic inhibitor complex, and oxyhemoglobin di-
mers. Moreover, Goto reported24 that the accessible hydrop-
hobic surface areas that are buried between the enzyme and 
the primary contact step are proportional to their experimental 
binding energies, indicating that the hydrophobic interaction 
strongly drives enzyme-protein binding. Generally, the protein- 
protein mutual-binding force/energy that is due to non-covalent 
interactions depends largely on the salt concentration of the solu-
tion,18-22 and protein-protein mutual-binding energy increases 
with the salt concentration.19,21 In the present study, the re-
versibility of antigen-antibody binding decreased as the ionic 
strength increased. For that reason, we speculate that the pri-
mary explanation for such observation is that the contribution 
of hydrophobic interactions exceeds those of both hydrogen 
bonds and electrostatic interactions.22,23

Conclusions

The results of the present study demonstrates a new method 
for electronic detection of biomarkers from undiluted solu-
tions, using weak/strong specific binding properties which are 
strongly dependent on the ionic strength of the reaction solution. 
This result is very important because it is also relevant to anti-
body recycling, and can provide new findings, applications, and 
details with regard to the fundamental events of antigen-anti-
body binding. In particular, Si FET biosensors, which are the 
object of intensive research for a new protein-analysis method, 
are simple to manufacture by either “bottom-up” or “top-down” 
approaches. Si FET biosensors have very high detection sensi-
tivity-in the range of tens of femtograms per milliliter.6 The 
results of the present study showed that we can induce both re-
versible and irreversible changes in conductance, depending on 
the ionic strength of the reaction solutions containing target 
molecules. This work shows that the binding or unbinding of 
proteins could be monitored directly in a high-ionic-strength 
reaction solution, such as 1×PBS and human serum, using a Si 
FET biosensor without any desalting or dilution, by employing 
a new detection scheme independent on the ionic strengths of 
raw sample solutions. 
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