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Various methods have been proposed for enhancing the contrast of laser speckle contrast image (LSCI) 
in subcutaneous blood flow measurements. However, the LSCI still suffers from low image contrast due 
to tissue turbidity. Herein, a physicochemical tissue optical clearing (PCTOC) method was employed to 
enhance the contrast of LSCI. Ex vivo and in vivo experiments were performed with porcine skin samples 
and male ICR mice, respectively. The ex vivo LSCIs were obtained before and 90 min after the application 
of the PCTOC and in vivo LSCIs were obtained for 60 min after the application of the PCTOC. In order 
to obtain the skin recovery images, saline was applied for 30 min after the application of the PCTOC 
was completed. The visible appearance of the tubing under ex vivo samples and the in vivo vasculature 
gradually enhanced over time. The LSCI increased as a function of time after the application of the PCTOC 
in both ex vivo and in vivo experiments, and properly recovered to initial conditions after the application 
of saline in the in vivo experiment. The LSCI combined with the PCTOC was greatly enhanced even 
in deep vasculature. It is expected that similar results will be obtained in in vivo human studies.
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I. INTRODUCTION

Monitoring of subcutaneous blood flow is of high im-
portance in fundamental studies, clinical diagnoses, and 
intraoperative procedures because it provides critical infor-
mation on the condition of biological tissues and the various 
disorders in human organs [1, 2].

Optical methods such as laser Doppler flowmetry (LDF) 
and laser Doppler imaging (LDI) have been widely used in 
clinics to measure tissue blood perfusion and to detect vas-
culature with minimal invasiveness [3]. LDF has been typ-
ically used to monitor relative changes in blood flow with 
temporal resolution. However, LDF is based on a point 
measurement method that measures only a specific site of 
the entire vasculature. Although LDI provides spatial infor-
mation, it requires a long scanning time to obtain spatially 
resolved images of relative changes in blood flow. There-
fore, its temporal resolution is insufficient to image the 
changes in blood flow. The trade-off between spatial and 

temporal resolutions limits the use of laser Doppler methods 
in many clinical and research applications [2, 4-6].

Laser speckle contrast image (LSCI) provides two-dimensional 
(2D) image of blood flow velocity in biological tissue and 
has been widely used because of its simplicity, real-time 
feedback, and negligible motion artifacts [3, 5]. In addition, 
the LSCI provides a noninvasive full-field image and has 
no trade-off between spatial and temporal resolutions. The 
LSCI has been utilized for various studies such as per-
ipheral arterial occlusive disease, blood flow in the cerebrum 
and cortex, retinal optic nerve disorders, blood flow in near-
surface tissues such as skin and mesenteric microcirculation, 
and in vivo dorsal skin fold microvasculature [1, 7]. 
However, to the best of our knowledge, there is a paucity 
of imaging studies of the vasculature and blood flow in 
deep tissue layers because of tissue turbidity.

Various optical and image processing methods have been 
proposed for enhancing the contrast of LSCI in subcutaneous 
blood flow measurements [1, 8-13]. However, LSCI still 
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FIG. 1.  Schematic diagram of laser speckle imaging modality.

suffers from low image contrast, although the limitation of 
laser penetration depth in tissue due to the light scattering 
property has been partially addressed. In this study, a 
physicochemical tissue optical clearing (PCTOC) method 
[14] that is effective in the reduction of light scattering in 
tissue was applied to enhance the contrast of LSCI of vascu-
lature in deep tissue layers, which is not clearly observed 
by the naked eye.

II. METHODS

2.1. Principle of Laser Speckle Contrast Imaging
Speckle is a random interference pattern produced by 

fluctuations in the spatial or temporal intensity of laser 
scattered from the illuminated surface. When the illumin-
ated particles move, the interference pattern changes over 
time, and finally, a time-varying speckle pattern is generated. 
The LSCI is used to statistically analyze the intensity 
fluctuations of the time-varying speckle pattern and provides 
2D velocity information about moving particles with spatial 
and temporal resolutions.

The intensity variation is quantified by local speckle con-
trast and is defined as the ratio of the standard deviation 
to the mean intensity of the speckle image [15].

I
σΚ
< >

s= ,                                         (1)

A window of N × N pixels is moved to compute the 
local speckle contrast along the image. The window size is 
typically chosen by considering the trade-off between sta-
tistical accuracy and spatial resolution. A small window size 
reduces the statistical accuracy, whereas a larger window 
size limits the spatial resolution. This study used a 5 × 5 
pixel window.

To ensure proper sampling for the LSCI, it is necessary 
that the size of a single speckle in the imaging plane ap-
proximately equals the size of a single pixel in the charge-
coupled device (CCD) camera. The speckle size is determined 
as follows [3]:

d = 1.2･(M+1)･λ･ f / # ,                            (2)

where d is the speckle size, M is the magnification of the 
imaging system, λ is the wavelength of the laser, and f / # 
is the f-number of the camera lens. In this study, the 
appropriate speckle size was determined by adjusting f / #.

2.2. Laser Speckle Contrast Imaging Modality
Figure 1 shows the schematic diagram of the experi-

mental setup. A diode laser (HL6512MG; 658 nm, 50 mW; 
Thorlabs, Newton, NJ, USA) was coupled into an optical 
fiber. A holographic diffuser was mounted in front of the 
optical fiber to evenly illuminate the region of interest 
(ROI). The ROI was imaged with a monochromatic pro-

gressive scan CCD camera (XC-HR57; Sony, Tokyo, Japan) 
with a resolution of 648 × 494 pixels. Ex and in vivo 
LSCIs were respectively obtained with following camera 
setups: a fixed focal length lens and a zoom lens; imaging 
areas of approximately 25 × 30 mm2 and 7 × 9 mm2; and 
exposure times of 10 ms and 4 ms. The exposure time was 
empirically determined based on preliminary experiments. 
Images were acquired at 30 Hz with a frame-grabber 
(DOMINO IOTA; Euresys, Angleur, Belgium). 

2.3. Sample Preparation
Ex vivo porcine skin samples were obtained from a local 

butcher shop and the experiment was performed within 2 
days after obtaining the samples. The samples were prepared 
at a thickness of approximately 1.45 mm and a size of 3 
× 4 cm2 by removing the subcutaneous fat layer.

For the in vivo experiment, male ICR mice (n = 3) 
weighing 40 to 45 g were anesthetized with ketamine (1.5 
ml/kg) and xylazine (0.5 ml/kg) intraperitoneally. Body tem-
perature was constantly maintained using a small heating 
lamp during the experiment. The left femoral artery was 
selected for the LSCI because of its deep vasculature and 
the hair was shaved. The experimental protocol was ap-
proved by the Institutional Animal Care and Use Committees 
(IACUC) at Yonsei University, South Korea. 

2.4. PCTOC Method
A PCTOC method [14], which combines the microneedling 

method and the topical application of glycerol, was applied 
to ex vivo and in vivo experiments before taking LSCIs. A 
microneedle roller (Clinical Resolution Laboratory, Inc; Los 
Angeles, CA, USA) was used to create artificial microchannels 
in the skin for trans-epidermal delivery of glycerol and, 
consequently, reduce the diffusion time of glycerol [14]. 
The microneedle roller was applied 50 times in the vertical, 
horizontal, and diagonal directions, and 70% glycerol was 
then topically applied to the skin surface.

2.5. Experiment Design
In the ex vivo experiment, a pumping system that consisted 
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FIG. 2. (a) White light images of the ex vivo experiment. Top: 
tubing-only images, middle: tubing image under ex vivo 
porcine skin sample, bottom: tubing images under ex vivo 
porcine skin sample 90 min after the application of the 
physicochemical tissue optical clearing (PCTOC). The left, 
center, and right images in each row indicate the cases of no 
intralipid solution in the tubing, intralipid solution in the 
tubing at 0 ml/sec, and at 5 ml/sec, respectively. (b) Laser 
speckle contrast images of (a).

of a peristaltic pump and tubing was integrated into the 
laser speckle contrast imaging modality to circulate a 0.1% 
intralipid solution at speeds of 0 and 5 ml/sec. The ex vivo 
porcine skin samples were placed on the tubing and 
treated with the PCTOC. LSCIs were obtained before and 
90 min after glycerol application. In the in vivo ICR mice 
experiment, LSCIs were obtained every 10 min up to 30 
min after the application of the PCTOC and saline solution 
was then applied for 30 min to obtain skin recovery 
images. For quantitative analysis of LSCI, nonvasculature 
regions and both small and large vasculature regions were 
randomly selected and numbered as shown in the first 
image of Fig. 4(a). 

2.6. Quantitative Evaluation of LSIC
The PCTOC enhances light penetration depth by reducing 

light scattering in tissue and therefore, revealing more vas-
culature in deep tissue layer. As a result, LSCI provides 
more clear blood flow information in vasculature. Such an 
effect was quantitatively evaluated by computing relative 
speckle index (RSI) from the ex vivo and in vivo LSCIs 
with a laboratory written MATLAB (Natick, MA, USA) 
program: 

RSI = MVt/MV0                               (3)

In the ex vivo experiment (Fig. 2(b)), MV0 and MVt in-
dicate the average pixel values of three tubing regions 
before and 90 min after glycerol application, respectively. 
In the in vivo experiment (Fig. 4(b)), MV0 and MVt 
indicate the average pixel values of images before glycerol 
application and at elapsed time t, respectively. The 
identical ROI was selected for the analysis as a function 
of time. Greater RSI means faster blood flow velocity.

III. RESULTS

Figure 2(a) shows the change in tissue turbidity that 
resulted from applying the PCTOC to ex vivo porcine skin 
samples. Only the tubing images (top images) shows highly 
distinguishable tubing structure from the surrounding regions. 
In the middle images, the tubing structure was not dis-
cernible, owing to tissue turbidity caused by the skin sample 
placed on the tubing. However, 90 min after glycerol ap-
plication, the tissue turbidity was sufficiently reduced to 
observe the tubing structure under the skin sample (bottom 
images).

Figure 2(b) shows the ex vivo LSCIs depending on the 
velocity of the intralipid solution and the PCTOC effects. 
The top image in Fig. 2(b) shows a clear LSCI of tubing 
without ex vivo porcine skin samples. However, the image 
contrast decreased after the skin sample was placed on the 
tubing (middle images). At 90 min after the application of 
the PCTOC, the LSCI (bottom images) shows similar image 
contrast to that of only tubing (top images).

Figure 3 shows quantitative analysis of RSI changes in 
the LSCI as calculated from the middle and bottom images 
in Fig. 2(b) using equation (3). The RSI increased after 
the application of the PCTOC and as a function of flow 
velocity of the intralipid solution. The RSI increased by 
6.18, 34.18, and 87.15% for the cases without the intralipid 
solution inside the tubing, and with intralipid solution inside 
the tubing at 0 and 5 ml/sec, respectively.

The subcutaneous vasculature, which is not clearly visible 
to the naked eye, became visible after the application of 
the PCTOC (Fig. 4(a)). The vasculature was clearly observed 
30 min after the application of the PCTOC and returned to 
normal 30 min after the application of the saline solution. 

Figure 4(b) shows the LSCIs of Fig. 4(a). The LSCI 
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FIG. 3. Relative speckle index of the ex vivo experiment that 
is computed from the middle and bottom laser speckle 
contrast images (LSCI) in Fig. 2b using equation (3).

(a)

(b)

FIG. 4. (a) The images from left to right indicate white light 
images of in vivo ICR mouse obtained at 0, 10, 20, and 30 min 
after the application of the physicochemical tissue optical 
clearing (PCTOC), and 30 min after the application of the 
saline solution at the end of PCTOC application. Regions 1, 2, 
and 3 indicate nonvasculature, small, and large vasculature 
regions. (b) Laser speckle contrast images (LSCI) of (a).

FIG. 5. Relative speckle index in nonvasculature, small, and 
large vasculature regions of three in vivo ICR mice.

increased as a function of time after the application of the 
PCTOC and decreased after the application of the saline 
solution. Fig. 5 shows the quantitative analysis of RSI as 
a function of time for nonvasculature, small, and large 
vasculature regions in three in vivo ICR mice. The RSI 
increased approximately by 4.8, 17.5, 39.9% in nonvasculature, 
small, and large vasculature regions, respectively.

IV. DISCUSSION

The PCTOC effects were evaluated by observing the 
tubing structure under the ex vivo porcine skin sample and 
the in vivo vasculature of an ICR mouse (Figs. 2(a) and 4(a)). 
A noticeable tissue optical clearing effect was observed 30 
min after the application of the PCTOC in the in vivo 
experiment, indicating enhancement of the light penetration 
depth in the mouse skin. However, only glycerol appli-
cation without microneedling treatment did not induce 
significant tissue optical clearing effects, probably owing 
to nonpermeability of glycerol in the mouse skin [14]. The 
microneedles produce multiple artificial microchannels in 
the skin and consequently increase the diffusion of glyc-
erol through the perforated epidermis.

Most of the previous studies focused on the observation 
of in vivo vasculature that is exposed by surgical procedures 
and that can be clearly observed by the naked eye, and the 
shallow in vivo capillaries. Herein, the LSCI combined 
with the PCTOC was applied to image relatively deep 
subcutaneous vasculature. The LSCI normally provides a 
highly perfused skin image owing to light scattering property. 
However, when the skin was treated with the PCTOC, the 
LSCI clearly showed the flow information of the intralipid 
solution in the tubing and the blood in the femoral artery 
(Figs. 2(b) and 4(b)). 

As shown in Figs. 2(b) and 3, the LSCI depends on the 
application of the intralipid solution. Without the appli-
cation of the PCTOC, the LSCI did not adequately reflect 
the flow information of the intralipid solution in the tubing 
(middle images in Fig. 2(b)). However, the LSCI and RSI 
increased after the application of the PCTOC (bottom 
images in Figs. 2(b) and (3)). When the intralipid 
solution was inside the tubing, the LSCI somewhat 
increased even at 0 ml/sec after the application of the 
PCTOC. It may be because the stationary intralipid 
solution slowly moves and scatters the illuminating laser 
light. The tubing structures were distinguishable and the 
flow information of the intralipid solution can be verified 
due to the enhanced LSCI. The tubing region shown in 
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the bottom images in Fig. 2(b) exhibits an LSCI similar to 
that of the top images, but the surrounding region of the 
tubing shows an increased LSCI (bottom center and right 
images). This may be owing to the reduction in the tissue 
turbidity by the PCTOC, which enhances the LSCI in not 
only the tubing region but also the surrounding region of 
the tubing. 

As shown in Fig. 4(b), the LSCI increased as a function 
of time and the femoral artery gradually exhibited faster 
blood flow, showing more regions of small and large 
vasculature, which indicates a reduction in tissue turbidity. 
The LSCI changed more rapidly in large vasculature than 
in small vasculature because more red blood cells may 
reflect better LSCI [3], and increased as a function of time 
after the application of the PCTOC because of a reduction 
in tissue turbidity. The nonvasculature region did not show 
significant changes, because no blood flow information was 
reflected to the LSCI. When saline solution was applied 
to a transparent skin region, the LSCI was recovered to a 
normal skin condition because the transparent skin may 
become turbid again by the saline solution [16]. 

In general, subcutaneous blood flow, which is a dynam-
ically fluctuating biological variable and has substantial 
spatial heterogeneity, is invasively monitored by performing 
open surgery to reveal vasculature [1, 5, 7, 8, 11]. However, 
it was successfully monitored in real time in the present 
study without open surgery by applying the PCTOC, which 
clearly reveals vasculature in deep tissue layers.

V. CONCLUSION

The LSCI combined with the PCTOC was greatly en-
hanced even in deep vasculature. The LSCI increased as a 
function of time after the application of the PCTOC and 
was properly recovered to initial conditions after the ap-
plication of a saline solution. It is expected that similar 
results may be obtained using the suggested LSCI in in 
vivo human studies.
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